
18.09.2018 

EVALUATION RESULT 

Tender for fixing rate contract for supply and installation of Horizontal 

Cylindrical High Pressure Steam Sterilizer for Medical use for Various sizes 

to various Institutions  in the State of Tamil Nadu 

Tender Ref. 191/ACL/NRHM/TNMSC/ENGG/2017, Dt. 11.09.2017 

------------------- 

 

Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

1 
Horizontal Cylindrical High Pressure Steam Sterilizer with manual controls for medical use of 

different sizes 

a. 

IS:3829 

(Part )- 400 

X 600 mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA 

HAC1624-Manual 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HC 1624 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 75 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

b. 

IS:3829 

(Part 1)- 

400 X 1200 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

1648-Manual 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HC1648 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 150 

Make: Own 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

Manufacturing called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

c. 

IS:3829 

(Part 1)- 

500 X 900 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

2036-Manual 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HC2036 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

Model: MER 175 

Make: Own 

Manufacturing 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

d. 

IS:3829 

(Part 1)- 

500 X 1200 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

2048-Manual 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HC2048 

Make: Own 

Manufacturing 

Responsive Responsive Nil 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 235 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

e. 

IS:3829 

(Part 1)- 

600 X 1200 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

2448-Manual 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HC2448 

Responsive Responsive Nil 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

Make: Own 

Manufacturing 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 340 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

f. 

IS:3829 

(Part 2)- 

400 X 600 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA 

HAC1624HS-Manual 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model:HSS12 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 
Responsive Responsive Nil 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

Corporation, Chennai 

Model: Reico HSS1624 

Make: Own 

Manufacturing 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 75A 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

g. 

IS:3829 

(Part 2)- 

500 X 900 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA 

HAC2036HS-Manual 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model:HSS12 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HSS1624 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 175 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

2 

Horizontal Cylindrical High Pressure Steam 

Sterilizer with fully automatic controls for 

medical use of different sizes 

  

a 

IS:3829 

(Part )- 400 

X 600 mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

1624-Auto 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HCFA 

1624 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 75 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

b 

IS:3829 

(Part 1)- 

400 X 1200 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

1648-Auto 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HCFA 

1648 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 150 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

c. 

IS:3829 

(Part 1)- 

500 X 900 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

2036-Auto 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HCFA 

2036 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 175 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

d. 

IS:3829 

(Part 1)- 

500 X 1200 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

2048-Auto 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HCFA 

2048 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 235 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

e. 

IS:3829 

(Part 1)- 

600 X 1200 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

2448-Auto 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model: HPS11 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HCFA 

2448 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 340 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

f. 

IS:3829 

(Part 2)- 

400 X 600 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

1624HS-Auto 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

Model:HSS12 

Make: Medicare 

Equipment 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HSSFA 

1624 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 75A 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

g. 

IS:3829 

(Part 2)- 

500 X 900 

mm 

M/s. Solokrafts 

Industries, Chennai 

Model: STERICA HAC 

2036HS-Auto 

Make: Own 

Responsive Responsive Nil 



Sch. 

No. 

Name of 

the 

Equipment 

  

Name of the bidder 

Quoted 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

Manufacturing 

M/s. Cistron Systems 

Pvt. Ltd., Chennai 

Model:HSS12 

Make: Medicare 

Equipment 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

M/s. Reliance 

Instruments 

Corporation, Chennai 

Model: Reico HSSFA 

2048 

Make: Own 

Manufacturing 

Responsive Responsive Nil 

M/s. Sweedle Steel 

Works, Maharastra 

Model: MER 175 

Make: Own 

Manufacturing 

Non -

Responsive 

Non -

Responsive 

Reason for rejection on 

technical points: 

a) Did not furnish IEC 60601 or 

equivalent BIS standard as 

called for in the tender 

b) Did not confirm ISI marking 

confirming BIS standard 

Reason for rejection on 

Commercial points: 

a) Did not furnish documents like 

manufacturing capacity and 

cash credit limit as called for in 

the tender. 

b) Did not confirm the acceptance 

to delivery schedule, payment 

terms spare parts availability as 

called for in the tender. 

c)  Did not furnish document like 

order copy, performance 

certificate in order to evaluate 

the past performance of the 

similar equipment. 

 


