
01.12.2018 

EVALUATION RESULT 

 

Tender ref. No. 323/OTL/PMSSY-GRHM/TNMSC/ENGG/2018, Dt. 03.05.2018. 

Tender for fixing rate contract for supply of and installation of LED OT light with 

camera and LED OT light without camera to department of Neuro Surgery, Govt. 

Rajaji Hospital, Madurai under PMSSY scheme. 

------------------ 

Sch. No. 1: LED OT Light with camera 

Name of the bidder 

with model & make 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

M/s. Sun Medica 

Model: Ignis 160 

Make: FAMED, Lodz, 

S.A Poland 

Non - 

Responsive 

Non - 

Responsive 

Reason for rejection 

Technical points: 

1) Colour temperature from 4000 to 4800 kelvin 

only against the tender specification of 3500 

to 5000 kelvin. 

2) The option of providing Camera and its 

compliance to specification not 

demonstrated. 

3) Recording system not demonstrated. 

Commercial Points:- 

Even after giving sufficient time and sending 

reminders the bidder does not furnish the 

following: 

1) The bidder did not furnish their acceptance 

for accepting the tender terms like delivery 

schedule, payment terms, performance 

security. 

2) Did not furnish documents like P.O, 

installation certificate and end user certificate 

for the past supply in order to evaluate the 

past performance to meet the qualification 

criteria as a non manufacturer. 

M/s. M.C Dalal & Co., 

Model: MCD-LS 

Make: Dalal new life 

brand 

Non - 

Responsive 
Responsive 

Reason for rejection 

Technical points: 

1) The design is not aero dynamic against the 

tender specification of aerodynamically 

designed ceiling suspended light. 

2) Yoke handle not provided. 

3) Camera not fitted in the centre. 

4) The option of providing HD Camera and its 

compliance to specification not 

demonstrated. 

5) Recording system not demonstrated. 

M/s. Madras Surgicals 

& Chemicals 

Model: Polaris 

600/600 

Make: Draeger 

Responsive Responsive Nil 

M/s. Med Freshe Pvt. 

Ltd., 

Model: Vida V70/V70 

Non - 

Responsive 
Responsive 

Reason for rejection 

Technical points: 

1) Did not demonstrate the model quoted. 



Name of the bidder 

with model & make 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

with camera 

Make: Convida 

M/s. Confident Dental 

Equipments Pvt. Ltd., 

Model: LUVIS 

M300+M300 

Make: Dentis Co Ltd., 

Korea 

Non - 

Responsive 
Responsive 

Reason for rejection 

Technical points: 

1) Did not demonstrate the model quoted. 

M/s. Maquet Medical 

India (P) Ltd., 

Model: Volista 

Standop 64 

Make: Maquet SAS, 

France 

Non - 

Responsive 

Non - 

Responsive 

Reason for rejection 

Technical points: 

1) Did not demonstrate the model quoted. 

Commercial Points:- 

Even after giving sufficient time and sending 

reminders the bidder does not furnish the 

following: 

1) Did not furnish duly attested copy of license 

and importers license. 

2) The bidder did not furnish their acceptance 

for accepting the tender terms like validity of 

bid, delivery schedule, payment terms, 

warranty, availability of spare parts and 

performance security. 

3) Did not furnish documents like P.O, 

installation certificate and end user certificate 

for the past supply in order to evaluate the 

past performance to meet the qualification 

criteria as a non manufacturer. 

M/s. Vishal Surgical 

Equipment Co. Pvt. 

Ltd., 

Model: E9i/E9i with 

HD camera 

Make: KLS Martin, 

Germany 

Non - 

Responsive 
Responsive 

Reason for rejection 

Technical points: 

1) Does not have endo function as called for in 

the tender. 

2) Only on/off function in the remote switch 

against the tender specification of must be 

possible to control intensity, colour 

temperature and field size with cordless 

remote control. 

M/s. Staan Bio-Med 

Engineering Pvt. Ltd., 

Model: Staan 

Make: Discover 

Non - 

Responsive 
Responsive 

Reason for rejection 

Technical points: 

1) Yoke handle not provided. 

M/s. Indian Orthocare 

Surgicals 

Model: F628/528 

Make: Stryker 

Responsive Responsive Nil 

M/s. Solokrafts 

Industries 

Model: MAGNALED 

TRU (700/700) 

Double dome LED 

with camera and 

monitor 

Make: Magnatek 

Non - 

Responsive 

Non - 

Responsive 

Reason for rejection 

Technical points: 

1) Did not demonstrate the model quoted. 

Commercial Points:- 

Even after giving sufficient time and sending 

reminders the bidder does not furnish the 

following: 

1) Did not furnish duly attested copy of license, 

balance sheet, sales tax clearance certificate, 

manufacturing authorization and importers 

license. 



Name of the bidder 

with model & make 

Responsiveness 

Reason for rejection if any Technical 

Evaluation 

Commercial 

Evaluation 

2) The bidder did not furnish their acceptance 

for accepting the tender terms like validity of 

bid, delivery schedule, payment terms, 

warranty and performance security. 

3) Did not furnish documents like P.O, 

installation certificate and end user certificate 

for the past supply in order to evaluate the 

past performance to meet the qualification 

criteria as a non manufacturer. 

Sch. No. 2: LED OT light without camera 

Name of the bidder 

with model & make 

Responsiveness 

Reason for rejection if any 
Technical 

Evaluation 

Commercial 

Evaluation 

M/s. Sun Medica 

Model: Ignis 160 

Make: FAMED, Lodz, S.A 

Poland 

Responsive 
Non - 

Responsive 

Reason for rejection 

Commercial Points:- 

Even after giving sufficient time and sending 

reminders the bidder does not furnish the 

following: 

1) The bidder did not furnish their acceptance 

for accepting the tender terms like delivery 

schedule, payment terms, performance 

security. 

2) Did not furnish documents like P.O, 

installation certificate and end user 

certificate for the past supply in order to 

evaluate the past performance to meet the 

qualification criteria as a non manufacturer. 

M/s. M.C Dalal & Co., 

Model: MCD-SS 

Make: Dalal new life 

brand 

Non - 

Responsive 
Responsive 

Reason for rejection 

Technical points: 

1) Multiple dome against the tender 

specification of the dome should be of single 

piece. 

M/s. Madras Surgicals & 

Chemicals 

Model: Polaris 600/600 

Make: Draeger 

Responsive Responsive Nil 

M/s. Med Freshe Pvt. 

Ltd., 

Model: Vida V70/V50 with 

camera 

Make: Convida 

Non - 

Responsive 
Responsive 

Reason for rejection 

Technical points: 

1) Did not demonstrate the model quoted. 

M/s. Confident Dental 

Equipments Pvt. Ltd., 

Model: LUVIS 

M300+M200 

Make: Dentis Co Ltd., 

Korea 

Non - 

Responsive 
Responsive 

Reason for rejection 

Technical points: 

1) Did not demonstrate the model quoted. 

M/s. Maquet Medical 

India (P) Ltd., 

 Model: Volista Standop 

64 

Make: Maquet SAS, 

France 

Non - 

Responsive 

Non - 

Responsive 

Reason for rejection 

Technical points: 

 Did not demonstrate the model quoted. 

Commercial Points:- 

Even after giving sufficient time and sending 

reminders the bidder does not furnish the 



Name of the bidder 

with model & make 

Responsiveness 

Reason for rejection if any 
Technical 

Evaluation 

Commercial 

Evaluation 

following: 

1) Did not furnish duly attested copy of license 

and importers license. 

2) The bidder did not furnish their acceptance 

for accepting the tender terms like validity of 

bid, delivery schedule, payment terms, 

warranty, availability of spare parts and 

performance security. 

3) Did not furnish documents like P.O, 

installation certificate and end user 

certificate for the past supply in order to 

evaluate the past performance to meet the 

qualification criteria as a non manufacturer. 

M/s. Vishal Surgical 

Equipment Co. Pvt. Ltd., 

Model: E9i/E9i 

Make: KLS Martin, 

Germany 

Responsive Responsive Nil 

M/s. Staan Bio-Med 

Engineering Pvt. Ltd., 

Model: Discover 

Make: Staan 

Responsive Responsive Nil 

M/s. Indian Orthocare 

Surgicals 

Model: F628/628 

Make: Stryker 

Responsive Responsive Nil 

M/s. Solokrafts Industries 

Model: MAGNALED 

SPHERE (620/620) 

Double dome LED lights 

(option A) 

Make: Magnatek 

Non - 

Responsive 

Non - 

Responsive 

Reason for rejection 

Technical points: 

1) Did not demonstrate the model quoted. 

Commercial Points:- 

Even after giving sufficient time and sending 

reminders the bidder does not furnish the 

following: 

1) Did not furnish duly attested copy of license, 

balance sheet, sales tax clearance certificate, 

manufacturing authorization and importers 

license. 

2) The bidder did not furnish their acceptance 

for accepting the tender terms like validity of 

bid, delivery schedule, payment terms, and 

warranty period performance security. 

3) Did not furnish documents like P.O, 

installation certificate and end user 

certificate for the past supply in order to 

evaluate the past performance to meet the 

qualification criteria as a non manufacturer. 

 


