
EVALUATION RESULT 
 

Tender for fixing rate contract for supply and installation of Trauma Emergency cot 
to various Government Institution 

 
Tender ref. 521/FUR/TRC /TNMSC/ENGG/2019, Dt. 22.08.2019 

------------- 

Name of the bidder with 

model & make 

Responsiveness 

Reason for rejection if any Technical 
Evaluation 

Commercial 
Evaluation 

M/s. Confident Dental 
Equipments Pvt. Ltd., 

Model: CME-54 
Make: Own Manufacturing 

Responsive Responsive Nil 

M/s. Solokrafts Industries, 
Chennai 
Model: KRAFT 401 

Make: Own Manufacturing 

Responsive Responsive Nil 

M/s. Prince Hospital 

Furniture (Mfg) Co., 
Chennai 

Model: 022 
Make: Own Manufacturing 

Responsive Responsive Nil 

M/s. R.Madhusudhanan 

Model: TC07 
Make: Own Manufacturing 

Non -
Responsive 

Responsive 

Reason for rejection on technical 
points: 
a) The model demonstrated was of poor 

quality and finishing. The welded 
edges were not properly grinded and 

polished. 
b) The epoxy coating was of very poor 

quality and the thickness of coating 

was very thinner and in some places 
already the coating had peeled. This 

low quality of epoxy coating and 
welding will subject to corrosion 
easily. 

c) The hydraulic foot pump was hard to 
operate and the pedal finishing was 

bad. 
d) The trendelenberg and reverse 

trendelenberg was difficult to operate 

due to pull out lever placement with 
respect to the handle of the cot. 

e) The X-ray cassette holder was 
provided at the bottom which cannot 
be accessed till extreme ends. The 

cassette cannot be used if the patient 
is lying. 

f) The rubber cover in the handle was of 
poor quality. 



Name of the bidder with 
model & make 

Responsiveness 

Reason for rejection if any Technical 
Evaluation 

Commercial 
Evaluation 

g) The rubber buffer was made of single 
thin leaf of rubber sheet as extension 

of the inner plastic rubber buffer to 
meet the diameter size. 

h) The frame structure of traction unit 
was very huge which will occupy more 
space and the stability was very poor 

even without load. 

M/s. Amirtha Health 
Make: Sri Ratna Engineering 

Non -
Responsive 

Responsive 

Reason for rejection on technical 

points: 
a) Quoted Epoxy coated MS top stretcher 

against the tender requirement of 
decorative laminated (compact) sheet 
of 8mm thickness. 

b) Trendelenberg & Reverse 
Trendelenberg mechanism assisted by 

ball bearing screw type mechanism 
against the tender requirement of to 
be operated by two gas spring. 

c) Synthetic rubber cover at handles not 
provided. 

d) The X-ray cassette holder not 
provided. 

e) Four corner rubber buffer not 

provided. 
f) MS tray not provided. 

g) Traction attachment not 
demonstrated. 

 
 
 

 


