
TENDER FOR SUPPLY AND INSTALLATION OF VARIOUS EQUIPMENT TO 

DRUG TESTING LABORATORY 

TENDER NO. 471/DTL/TNMSC/ENGG/2019, DT. 15.05.2019 

RESULTS OF EVALUATION AND FINALLY SHORTLISTED BIDDERS 

i. ULTRA PERFORMANCE LIQUID CHROMATOGRAPHY (UPLC).:– 

Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

1. M/s. Spincotech 

Pvt Ltd 

Model: 

Schimadzu 

Nexera- Series. 

Make: M/s. 

Schimadzu (Asia 

Pacific) Pte Ltd. 

Non Responsive Non Responsive As per the demonstration 

report, the model does not 

meet the following points and 

hence not recommended: 

1. No pH blending capability 

against the tender 

specification of the pump 

should be capable of 

blending/forming pH 

Gradiants, molarity and 

organic composition. 

2. No band spread data 

against the tender 

specification of total 

system band spread 

should be ≤ 12µl or 

lower. 

3. CTO-40C column heater is 

forced air circulation 

technology against the 

tender specification of 

primary column 

compartment should have 

Peltier/ block heating as 

standard technology. 



Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

4. CTO-40C has temperature 

settable below 10 degree 

only against the tender 

specification of column 

temperature settable from 

15 degree C below 

ambient upto 90 degree C 

(Column add on with 

column switch can used 

as applicable) or higher in 

0.1 degree increments 

with accuracy of 

temperature ±0.5 Deg 

Celcius. 

5. SQL data base server as 

standard quoted against 

the tender specification of 

Oracle Database is 

mandatory as the 

relational database is 

necessary for data 

retrieval and better. 

6. Standard flow cell volume 

12µl has path length 

10mm but micro flow cell 

volume 210nL has path 

length 3mm against the 

tender specification of 

500nL or lower. 



Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

7. Micro cell flow length is 

3mm against the tender 

specification of flow cell 

path: 10mm. 

8. Noise :< 4.5µAU against 

the tender specification of 

Baseline noise: ±3µAU or 

lower. 

9. RF-20A is a HPLC detector 

against the tender 

specification of UPLC FLR 

detector only should be 

quoted. 

10.Flow cell volume: 12µl 

standard and 3µl semi-

micro with pressure limit 

of 290psi against the 

tender specification of 

Flow cell volume: 2µl or 

lower with max pressure 

limit of 500psi. 

 

Also not furnished end user 

certificates with supporting 

documents viz PO/invoice 

copy and installation report 

for the supply made by them 

as a non manufacturer and 

also for their manufacturer 



Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

supply in any one of the last 

5 yrs with one year 

satisfactory performance 

with the affidavit and 

manufacturing capacity 

certificate. 

2. M/s. PG Tech Pvt 

Ltd. 

Model: Acquity 

H-Class Pluy 

(CH-A) Core 

system 

Make: M/s. 

Waters 

Corporation 

Responsive Responsive ---------- 

3. M/s. Waters 

(India) Pvt Ltd 

Model: Acquity 

UPLC H-class 

with multi 

detectors. 

Make: M/s. 

Waters 

Corporation. 

Responsive Non-Responsive Not furnished end user 

certificates with supporting 

documents viz. PO/invoice 

copy and installation report 

for the supply made by them 

as a non manufacturer and 

also for their manufacturer 

supply in any one of the last 

5 yrs with one year 

satisfactory performance 

with the affidavit, 

Manufacturer 

Authorization form, 

Manufacturing capacity 



Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

certificate, cash credit limit 

certificate, annual turnover 

certificate etc. 

ii. INTEGRATED WATER PURIFICATION SYSTEM:- 

Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

1. M/s. Servell Bio 

Engineers Pvt Ltd 

Model: Milli Q 

Make: M/s. 

Merck Life 

sciences Pvt Ltd. 

Responsive Responsive ---------- 

2.  M/s. Inexus 

Biotech Pvt Ltd 

Model: Ultra 

Clear TP TWF 

EDI UV UF TM 

(W3T396257) 

Make: M/s. 

Evoqua Water 

Technologies Pte 

Ltd. 

Non Responsive Responsive As per the demonstration 

report, the model quoted by 

the bidder is W3T396257 but 

instead demonstrated the 

features of the model 

W3T360180 and in addition 

with the following points and 

hence not recommended: 

1. As per the supporting 

document, one dispensing 

station is placed in front 

of the water purification 

system against the tender 

specification of the water 

purification and water 



Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

delivery functions of the 

water purification system 

will be separated. 

2. Based on the flow 

schematic diagram no 

recovery loop was found 

in recycling the RO 

purified water to 

enchance the life of the 

RO catridge and to 

minimize consumable RO 

membrane and to reduce 

the water wastage against 

the tender specification of 

Recovery loop with 

capillary tube and 

diaphragm valve. 

3. The conductivity cell is 

not present before the RO 

membrane, based on the 

supporting flow schematic 

diagram, hence the 

efficacy of the RO 

membrane cannot be 

monitored against the 

tender specification of 

conductivity measuring 

cells before and after 

reverse osmosis should 



Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

be present and not before 

any pretreatment pack 

which would provide the 

efficiency of the 

membrane in rejecting 

the contaminants as well 

as the permeate water 

quality. 

4. Bar or QR code is 

available against the 

tender specification of the 

water system should have 

inbuilt tag reader to 

ensure the right 

cartridges are installed 

and the date of 

installation. 

5. Option of transferring 

data is through LAN cable 

against the tender 

specification of the 

system should have an 

option of enhanced data 

management control, 

remote access 

capabilities, and long 

term electronic archiving, 

through dedicated 

software. etc.. 



Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

3.  M/s. Merit 

Enterprises 

Model: Milli Q 

Make: M/s. 

Merck Life 

sciences Pvt Ltd. 

Non Responsive Non Responsive Rejected on Bid security. 

iii. NITROGEN AIDED SOLVENT EVAPORATOR FOR LOW VOLUME SAMPLE 

(50 SAMPLES) CONCENTRATION .:– 

Sl.

No 

Bidders Quoted Technical 

evaluation 

report 

Commercial 

evaluation 

report 

Reason for rejection 

 

1. M/s. Crescent 

Scientific Pvt Ltd 

Model: Rapid 50 

EC System with 

accessories. 

Make: Own 

Responsive Responsive ------ 

 


